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Overview

« HRS 2009 Consensus Document Indications
for Transvenous Lead Removal

- Laser Physics and Safety of Spectranetics
Lead Management Technology

- Lead Removal Procedure Preparation
- Lead Removal Procedure Step-by-Step
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Spectranetics

Definitions

- Class |

I Conditions for which there is evidence and/or general
agreement that a given procedure or treatment is
beneficial, useful, and effective.’

1. Wilkoff, B.L., Love, C.J., Byrd, C.L., Bongiorni, M.G., Carrillo, R.G., Crossley, G.H., et al. (2009).Transvenous lead extraction: Heart Rhythm Society expert consensus on
facilities, training, indications, and patient management. Heart Rhythm, 6(7), 1085-1104.
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Spectranetics

Definitions

- Class |l

I Conditions for which there is conflicting evidence
and/or a divergence of opinion about the
usefulness/efficacy of a procedure or treatment.’

I Class lla

- Weight of evidence/opinion is in favor of
usefulness/efficacy

I Class llb

- Usefulness/efficacy is less well established by
evidence/opinion

1. Wilkoff, B.L., Love, C.J., Byrd, C.L., Bongiorni, M.G., Carrillo, R.G., Crossley, G.H., et al. (2009).Transvenous lead extraction: Heart Rhythm Society expert consensus on
facilities, training, indications, and patient management. Heart Rhythm, 6(7), 1085-1104.
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Spectranetics

Definitions

« Class Il

I Conditions for which there is evidence and/or general
agreement that a procedure/treatment is not
useful/effective and in some cases may be harmful’

1. Wilkoff, B.L,, Love, C.J., Byrd, C.L., Bongiorni, M.G., Carrillo, R.G., Crossley, G.H., et al. (2009).Transvenous lead extraction: Heart Rhythm Society expert consensus on
facilities, training, indications, and patient management. Heart Rhythm, 6(7), 1085-1104.
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Spectranetics

Definitions

- Level of Evidence: A

I Data derived from multiple randomized clinical trials or meta-
analyses'

- Level of Evidence: B

I Data derived from a single randomized trial, or
nonrandomized studies

- Level of Evidence: C

I Only consensus opinion of experts, case studies, or standard-
of-care

1. Wilkoff, B.L,, Love, C.J., Byrd, C.L., Bongiorni, M.G., Carrillo, R.G., Crossley, G.H., et al. (2009).Transvenous lead extraction: Heart Rhythm Society expert consensus on
facilities, training, indications, and patient management. Heart Rhythm, 6(7), 1085-1104.
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Spectranetics

Indications Overviewl

Class| Classlla | Classllb | Classlll
Infection X X X

Chronic Pain X

Thrombosis or
Venous Stenosis

Functional Leads

Non-Functional
Leads

1. Wilkoff, B.L., Love, C.J,, Byrd, C.L., Bongiorni, M.G., Carrillo, R.G., Crossley, G.H., et al. (2009).Transvenous lead extraction: Heart Rhythm Society expert consensus on
facilities, training, indications, and patient management. Heart Rhythm, 6(7), 1085-1104.
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Spectranetics

Infection

Class I Indications’ Comments
1. Complete device and lead removal is recommended in all patients with definite CIED Same as NASPE
system infection, as evidenced by valvular endocarditis, lead endocarditis or sepsis. (Level 2000

of evidence: B)

2. Complete device and lead removal is recommended in all patients with CIED pocket

Heart Rhythm, 6(7), 1085-1104.

©2010 Spectranetics All Rights Reserved. Approved for External Distribution. D001270-06 112010 90f 115



